CHANGES No: 1
to the
TENDER DOSSIER
Publication Ref: SIHHAT/2017/SUP/INT/03
Subject: Provision for Approved Laboratory Test Result
Location –Europe (non EU/Turkey)
The following clarifiction is made to the tender dossier

TECHNICAL SPECIFICATIONS
Instead of (the former text):
Item 5.7:
All tools, devices, kits. etc. offered shall be compliant with the criteria of the Ministry of Health and all
legal regulations in effect. UBB documents of kits and devices shall be submitted to the Administration.
Read (new text):
Item 5.7:
All tools, devices, kits. etc. offered shall be compliant with the criteria of the Ministry of Health and all
legal regulations in effect. UBB documents list of kits and devices shall be submitted to the
Administration.
Instead of (the former text):
7.4. The coefficient of variation of the tests in measurements and between measurements shall be the
same with the values in the manual to be provided by the manufacturing company for the respective test.
This evaluation shall be made by the company after the device is installed before starting routine
operation.
Read (new text):
7.4. The coefficient of variation of the tests in measurements and between measurements shall be the
same with the values in the manual to be provided by the manufacturing company for the respective test.
This evaluation shall be made by the company after the new device is installed before starting routine
operation.
Instead of (the former text):
8.3

Test name: Anti HAV IgG

Read (new text):
8.3

Test name: Anti HAV IgG or HAV Total

Instead of (the former text):
4.2.

Test name: Beta HCG

Read (new text):
4.2.

Test name: Beta HCG or Total HCG
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INSTRUCTIONS TO TENDERERS
Instead of (the former text):
Article 1.1.
The Contractor should deliver the tests to be run within the province to the laboratory in cold chain on the
same day and report within the time provided to 178 centers in 28 provinces indicated in the table
Appendix-1. The Contractor should deliver the tests to be run outside the province to the laboratory in
cold chain within 24 hours and report within the time provided in the following table.
Read (new text):
Article 1.1.
The Contractor should deliver the tests to be run within the province to the laboratory in cold chain on the
same day and report within the time provided to 178 centers in 28 provinces indicated in the table
Appendix-1. The sample(s) shall be transported by the kit/devices used by the laboratory,

within the time specified in the national/international guidelines, at the specified tube or
container and under the specified conditions. The Contractor should deliver the tests to be run
outside the province to the laboratory in cold chain within 24 hours and report within the time provided in
the following table.
Instead of (the former text):
Article 10.1.
10.1
The Contracting Authority must receive the tenders before the deadline specified in 10.3. They
must include all the documents specified in point 11 of these Instructions and be sent to the following
address:
Mr. Zafer Pamukçu
Şehit Daniş Tunalıgil Sokak No: 3/5 Demirtepe / Kızılay / Ankara, Turkey
If the tenders are hand delivered they should be delivered to the following address:
Mr. Zafer Pamukçu
Şehit Daniş Tunalıgil Sokak No: 3/5 Demirtepe / Kızılay / Ankara, Turkey
Opening Hours: 09:00-18:00
Tenders must comply with the following conditions:
Read (new text):
Article 10.1.
Mr. İnanç Söğüt
Şehit Daniş Tunalıgil Sokak No: 3/5 Demirtepe / Kızılay / Ankara, Turkey
If the tenders are hand delivered they should be delivered to the following address:
Mr. İnanç Söğüt
Şehit Daniş Tunalıgil Sokak No: 3/5 Demirtepe / Kızılay / Ankara, Turkey
Opening Hours: 09:00-18:00
Instead of (the former text):
Article 13
Tenderers may submit questions in writing to the following address up to 21 days before the deadline for
submission of tenders, specifying the publication reference and the contract title:
Mr. Zafer Pamukçu
Şehit Daniş Tunalıgil Sokak No: 3/5 Demirtepe / Kızılay / Ankara, Turkey
Fax: 0.312.230 5509
E-mail: procurement@sihhatproject.org
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Read (new text):
Article 13
Tenderers may submit questions in writing to the following address up to 21 days before the deadline for
submission of tenders, specifying the publication reference and the contract title:
Mr. İnanç Söğüt
Şehit Daniş Tunalıgil Sokak No: 3/5 Demirtepe / Kızılay / Ankara, Turkey
Fax: 0.312.230 5509
E-mail: procurement@sihhatproject.org

DRAFT CONTRACT
Instead of (the former text):
Article 1.1.
The Contractor should deliver the tests to be run within the province to the laboratory in cold chain on the
same day and report within the time provided to 178 centers in 28 provinces indicated in the table
Appendix-1. The Contractor should deliver the tests to be run outside the province to the laboratory in
cold chain within 24 hours and report within the time provided in the following table.
Read (new text):
Article 1.1.
The Contractor should deliver the tests to be run within the province to the laboratory in cold chain on the
same day and report within the time provided to 178 centers in 28 provinces indicated in the table
Appendix-1. The sample(s) shall be transported by the kit/devices used by the laboratory, within the
time specified in the national/international guidelines, at the specified tube or container and under
the specified conditions. The Contractor should deliver the tests to be run outside the province to the
laboratory in cold chain within 24 hours and report within the time provided in the following table.

SPECIAL CONDITIONS
Instead of (the former text):
Article 4.1.
Name: Mr. Zafer Pamukçu
Read (new text):
Article 4.1.
Name: Mr. İnanç Söğüt
Instead of (the former text):
Read (new text):
Article 45 Penalties
45.1 The contractor is warned in written form 1 (one) times during the work if the administration is
determined that the cold chain is not observed in the sample transportation. For each time it repeats later in
the month; the penalty will be applied 002% (two in ten thousand) of the contract value.
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45.2 The samples collected from the MHC/EHMC must be received by the contractor until the end of
working hours on the same day. During the work period, the first notice of nonconformity detected at
monthly intervals is given to the contractor. For each nonconformity detected, the penalty will be applied
002% (two in ten thousand) of the contract value.
45.3 All results of the sample shall be reported for the periods specified in Instructions to Tenderers and
Draft Contract Article 1.1. A written warning is given for the first delay detected during work. For each
subsequent detected delay; the penalty will be applied 005% (five in ten thousand) of the contract value.
45.4 The past kit will not be used. If it is detected that the used kit is used, 1 (one) times written warning is
given to the contractor during the work period. The number of kits used for each subsequent determination
is as follows; the penalty will be applied 005% (five in ten thousand) of the contract value.
45.5 In addition, if any penalty is repeated 12 (twelve) times in succession or at different times, the
contract should be terminated without the need to any protest.
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